This article presents the results of an experimental investigation carried out to examine the changes of the size distribution of ultrafine particles that take place in aerosol electrical chargers. Two types of commercially available chargers have been studied: an unipolar corona discharge ionizer, and a bipolar radioactive neutralizer. Particle diffusion losses to the walls modify the size distribution in both chargers to approximately the same extent. Additionally, particles can grow by Brownian coagulation in the radioactive neutralizer if the aerosol particle number concentration is above about 10 7 /cm 3 . In contrast, the extremely small volume of the corona ionizer used in the experiments, 2 cm 3 , prevents coagulation even when the aerosol concentration is very high. For particle number concentration above 10 7 /cm 3 aerosol coagulation takes place downstream of any of these two chargers.
INTRODUCTION
It is important to quantify the changes in the aerosol particle size distribution that occur in an electric charger, specially when *Corresponding author: E-mail address: malonso@cenim.csic.es the charging process constitutes a previous step to perform size distribution measurements by mobility analysis. If there is no condensing species in the charger, these changes are brought about by particle losses to the wall and Brownian coagulation.
In turn, particle losses can take place by Brownian diffusion, electrostatic dispersion (space-charge), and, if there is an external electric field, by electrostatic deposition as well.
The extent to which any of the above mentioned particle loss mechanisms occur depends on the type of charger. Chargers may be classified into two main types: unipolar and bipolar chargers. In principle, one expects negligible particle losses by electrostatic dispersion in bipolar chargers and, at the same time, larger coagulation rates because of electrostatic attraction between charged particles of opposite sign. In comparison, the particle size growth rate in unipolar chargers should be smaller since the fraction of unipolarly charged particles can be very high; for instance, practically all the particles with diameter above 15 nm can acquire a charge of the same sign in the corona ionizer we have used in this work. However, unipolar chargers are prone to produce large losses either by electrostatic dispersion or, if ions are generated by corona discharge, by direct electrostatic precipitation.
Diffusion losses may be reduced by using a stream of sheath air surrounding the aerosol stream, as was done by Chen and Pui (1999) . However, the benefit of reducing particle loss is gained at the expense of diluting the aerosol, which may be a disadvantage if the ultimate objective is to generate high concentration of charged particles. Several types of unipolar chargers have been developed. In some of them a radioactive source is used to generate bipolar ions, from which those with the desired polarity are separated by means of an electric field (Adachi et al., 1985; Wiedensohler et al., 1994; Chen and Pui, 1999) . In others, the ions are generated by corona discharge Kruis & Fissan, 2001; Hernández-Sierra et al., 2003; Qi et al., 2007; Qi et al., 2008) . As for bipolar chargers, the most widely used are radioactive chargers, also called neutralizers, which generally consist of a cylinder containing a radioactive substance, such as 241 Am, 85 Kr, 210 Po, etc.
In the present work, we have examined how the particle size distribution is modified as the aerosol passes through the charger. Comparative measurements have been done for two types of charger: a 85 Kr neutralizer, and a unipolar corona discharge ionizer. Fig. 1 shows the flow diagram of the experimental setup used to examine the particle size distribution modification inside the chargers. An evaporation-condensation NaCl aerosol, diluted by passing a desired fraction of it through an absolute filter, was electrically charged in either a corona ionizer or a 85 Kr neutralizer. The mobility distribution of the aerosol was measured with a differential mobility analyzer (DMA, TSI short column) and a condensation nucleus counter (TSI 3025). The aerosol flow rate through the system was kept fixed at 2 L/min. The DMA was operated in open mode with a sheath air flow rate (= excess) of 20 L/min. The radioactive neutralizer Fig. 1 . Flow diagram of the experimental setup for measurement of the particle size distribution modification inside the chargers. ECAG = evaporation-condensation aerosol generator; CI = corona ionizer; KN = 85 Kr neutralizer; DMA = differential mobility analyzer; CNC = condensation nucleus counter.
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Fig. 2.
Flow diagram of the experimental setup for the measurement of the particle size distribution modification downstream of the chargers. ECAG = evaporation-condensation aerosol generator; CH = 85 Kr neutralizer or corona ionizer; CC = coagulation chamber; DMA = differential mobility analyzer; CNC = condensation nucleus counter.
employed was the TSI model 3077. The corona ionizer was the IONER model CC08010, whose performance evaluation has been described elsewhere Alonso et al., 2006) . It consists of an inner stainless steel electrode ending in a sharp tip, coaxial with a grounded metal cylinder whose inner wall has a conical shape. The distance between the corona electrode tip and the cone apex is 1.75 mm. The corona charger was operated in positive polarity for all the experiments, at a fixed voltage of 3.4 kV; under these conditions the nt-product was estimated to be around 3 × 10 7 s/cm 3 
RESULTS AND DISCUSSION
Particle losses inside the chargers
Besides coagulation, size-dependent particle losses to the wall can also modify the aerosol particle size distribution. In the case of the corona ionizer, losses are due to three mechanisms, namely, Brownian diffusion, direct electrostatic deposition (driven by the applied electric field), and electrostatic dispersion or mutual repulsion between the unipolarly charged particles that are been generated during the charging process. Diffusion losses can be easily measured, independently of the other two mechanisms, by employing a neutral monodisperse aerosol and keeping the corona voltage switched off. In contrast, it is not easy to measure separately the two electrostatic contributions to particle losses: in order to generate charged particles, an electric field must be applied and this causes the direct electrostatic deposition mechanism to appear; simultaneously, the presence of unipolarly charged particles, which are generally in quite high concentrations inside the ionizer, results in their deposition to the walls by space-charge repulsion. It is possible, however, to measure the total electrostatic loss in the charger; a possible method has been described in detail in Alonso et al. (2006) . In practice, the situation is still more complex: when the charger is operating, i.e. when the corona electric field is applied, diffusion losses are smaller than when the charger if switched off, because part of the particles that "should be lost by diffusion" have already been lost by any of the two electrostatic mechanisms. Clearly, when the charger is turned on, the three mechanisms act simultaneously and interdependently, in such a manner that the actual diffusion loss must be measured as the difference between the total loss and the combined electrostatic loss.
In the case of the radioactive neutralizer, Brownian diffusion is the only mechanism for particle loss, and can be readily measured by using a neutral monodisperse aerosol. Fig. 3 shows diffusion losses as a function of particle size for the two chargers employed in the present work and aerosol flow rate of 2 L/min. Surprisingly, the results are almost coincident for both chargers, in spite that the mean aerosol residence times differ by a factor of 75 (the corona ionizer has an effective volume of 2 cm 3 , while the radioactive charger volume is 150 cm 3 ). Certainly, the geometry of the corona charger, specially its entrance zone, is more complex than that of the radioactive neutralizer, which is a plain tube containing an inner smaller tube, and this might explain this rather unexpected result. Fig. 4 shows the total particle loss in the corona ionizer as a function of particle size. For comparison, the diffusion losses (same as in Fig. 3 ) are also plotted. As seen, the combined electrostatic losses (total minus diffusion) can be quite high. The results shown in this plot are for the specific case of corona voltage 3.4 kV and aerosol flow rate of 2 L/min.
Coagulation inside the chargers
A set of experiments were carried out using the same aerosol (i.e. keeping fixed the evaporation-condensation generator conditions) and varying the total particle number concentration by dilution. The CNC-measured concentrations were corrected to account for (i) CNC counting efficiency (Wiedensohler et al., 1997) ; (ii) diffusion losses in the connecting tubes, using the equation of Gormley and Kennedy (1949) ; and (iii) particle penetration through DMA, previously measured using the technique described in Kousaka et al. (2000) . Fig. 5 shows the size distribution of the positively charged particles at the outlet of the 85 Kr neutralizer, at four different levels of aerosol concentration. The particle number concentrations that appear in the legend of the plot were estimated from the size distribution measured for the corona ionizer, applying the above mentioned corrections and, additionally, taking into account the extrinsic charging efficiencies measured in a previous work . (Note that the use of the extrinsic charging efficiency implies that we are including all the particle losses, diffusional and electrostatic, that occur in the corona ionizer.) The distributions in Fig. 5 are presented as normalized particle number densities, so that the area under each curve is one. The plot clearly reveals that the aerosol grows by coagulation in the neutralizer when the particle number concentration is above about 2 10 7 /cm 3 .
For the lowest concentration, the size distribution at the neutralizer outlet practically coincides with that measured at In contrast, as seen in Fig. 6 , coagulation in the corona ionizer is negligible, except perhaps in the case of the largest concentration tested: the peak of the normalized distribution obtained for 6.8 10 7 /cm 3 is a bit lower than the others and the distribution is correspondingly a little broader. However, the difference is not significant. The reason for the absence of coagulation in the corona charger is its very small volume (2 cm 3 ) so that the mean aerosol residence time is also very small, 0.06s at aerosol flow rate of 2 L/min, that is, about 75 times smaller than for the TSI 3077 neutralizer.
Numerical calculations for the TSI neutralizer were carried out using the charging-coagulation equations as described in a former article (Alonso et al., 1998) : ; j is the attachment rate coefficient between an ion of polarity and a particle of polarity and size j p D ; n is the ion number concentration, assumed to be independent of its polarity and constant throughout the charging process, that is, it is assumed that the ion concentration is much larger than that of aerosol particles. The attachment coefficients were evaluated using Fuchs theory, with ionic masses of 150 and 80 amu for positive and negative ions, respectively, and corresponding mobilities of 1.15 and 1.65 cm 2 /Vs (Alonso et al. 1997) .
As for the coagulation rate constants, we have used the expression due to Fuchs (Flagan and Seinfeld, 1988) 
is the mean thermal speed of the particle of ) (
is the particle mean free path. Finally, i D is the particle diffusion coefficient. In the case of coagulation between charged particles of opposite polarity, the rate constant has been evaluated by means of the equation (Zebel, 1966) The system of equations (1)-(3) with initial condition (4) has been solved using a simple forward integration scheme. The particle size range of interest was subdivided in 100 intervals of constant width p ln D ; the time step for integration was taken as 001 . 0 t s. The size distribution of the original aerosol entering the chargers were assumed to be log-normal, with a total particle number concentration estimated as above, i.e. after accounting for CNC counting efficiency, and particle losses in the connecting tubes, in the DMA and in the charger. The geometric standard deviation of the original distribution was inferred from the measurements done with the corona ionizer after consideration of total particle losses (diffusion and electrostatic) because in this case, as we have seen, there is practically no coagulation.
The comparison between experimental and numerical results are shown in Table 1 . Four different calculations were carried out, denoted as A, B, C and D in the Table. The results given in column A were obtained with the charging-coagulation equations using a coagulation rate constant dependent on particle size but not on the charging state of the particles, that is, without considering the coagulation enhancement brought about by encounters between charged particles of opposite polarity. Column B lists the results obtained when particle charge is taken into account to calculate the coagulation rate constant. As seen, the numerical results of columns A and B are identical: there is no electrostatic enhancement of coagulation. A possible reason for this surprising result is that the fraction of charged particles is too low (for 4-5 nm particles the fraction of charged particles in the bipolar neutralizer is of the order of 1% for each polarity). In any case, the equations underpredict both the mean particle size and the distribution width. An improvement was sought by including diffusion losses in the equations using the Gormley-Kennedy equation and assuming the neutralizer to be an empty cylinder, i.e. neglecting the presence of the inner tube containing the 85 Kr source. The thus obtained results (column C) are better, but still far from the experimental ones. As a final trial, we considered space-charge losses to recalculate the total aerosol concentration at the charger inlet. As explained earlier, concentrations were estimated using the data obtained for the corona ionizer; hence, it is possible that the unipolarly charged particles undergo the process of electrostatic dispersion in the tubes connecting the corona ionizer and the DMA. The recalculated concentrations are denoted as 0 N in the Table, and the   predicted  particle  size  distribution parameters, pg D and g , are shown in columns D. Again, a slight improvement of the numerical results can be observed, but not enough. From the comparison, we are tempted to conclude that the actual free molecule regime coagulation rate constant is larger than the theoretical one. (It will be seen later that the predictions are better for larger particle size.)
Coagulation downstream of the chargers
Finally, we have also examined the particle size distribution modification that can take place once the aerosol has left the charger. In practice, this does not represent a problem, because one usually shortens as much as possible the tube connecting the charger and the immediately next equipment. Nevertheless, we have undertaken this study for the sake of completeness. For these experiments, we have used an aerosol with a larger mean particle diameter and broader distribution, with particle diameters up to about 40 nm, so that we are now, at least partially, in the lower end of the transition regime, and not solely in the free molecule regime as in the experiments described in the preceding section. Total aerosol particle number concentration at the neutralizer outlet: 6.9 10 7 /cm 3 .
The experimental results for the TSI neutralizer are shown in Fig. 7, 8 and 9 . The 0 N appearing in the legends of the figures denotes the total aerosol particle number concentration at the outlet of the charger, and it has been estimated as described before, i.e. accounting for CNC counting efficiency, diffusion losses in DMA and connecting tubes, and charging probability of the neutralizer. One can see again that coagulation occurs for aerosol concentration above about 10 7 /cm 3 . The comparison between the experimental results and those obtained by numerical integration of the coagulation equations is shown in Table 2 . Total aerosol particle number concentration at the neutralizer outlet: 4.7 10 7 /cm 3 . Total aerosol particle number concentration at the neutralizer outlet: 8.2 10 6 /cm 3 .
The matching between theory and experiments is fairly good, specially for the case of two coagulation chambers downstream of the neutralizer. As before, though the corresponding results are not included in the Table, we have found no electrostatic enhancement of coagulation, even though in the present case the fraction of charged particles is larger because particle size is also larger. The experimental results for the corona charger are shown in Fig. 8, 9 and 10, for three levels of aerosol concentration. Note that in this case the system contains neutral particles and positively charged ones, whereas in the former case one had neutral and bipolarly charged particles. Furthermore, the fraction of charged particles downstream of the corona ionizer is much larger than for the 85 Kr neutralizer. This is probably the reason why coagulation beyond the corona ionizer takes place to a slightly lesser extent. The corresponding numerical results are shown in Table 3 along with the experimental ones. The agreement between them is quite good. An overall comparison between the numerical results discussed in this section and those of the preceeding one reveals that the theoretical predictions are fairly good only for particle size above about 10 nm. 
